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Analysis Requirement Result 

Negative reaction with A, B and 0 cells Conform requirements 

Specificity Negative reaction with Cellbind P3 cells tested with 

serum and plasma from donors and plasma from 

pregnant women Conform requirements 

Reaction with Coombs Control Cells tested with AB 

serum is at least 3+ Conform requirements 
Avidity / Titer 

Results with anti- Fy0, anti- Fyb  and anti-s are at 

least comparable with reference method Conform requirements 
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